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We have developed a new laminar aerosol flow tube AFT to study transformations such as ice
nucleation, deliquescence, and efflorescence in model atmospheric aerosols. The apparatus consists
of four sections which can be independently cooled to reproduce temperature profiles relevant to the
troposphere and stratosphere. An automatic control system maintains the average axial temperature
along each section between 100 and 300 K, within ±0.1 K. Changes in aerosol composition, phase,
and size distribution are monitored at the tube exit using infrared spectroscopy AFT-IR. We used
computational fluid dynamics simulations to investigate flow velocity and temperature distributions
within the flow tube. Based on these computations, the final design was formulated to eliminate
turbulent mixing zones and buoyancy-driven convection cells. The latter can occur even under
conditions where the Reynolds number indicates laminar flow. In either case, recirculation causes
aerosol residence times and temperature histories to be poorly defined, leading to erroneous
interpretation of experimental measurements. The resulting AFT design used copper fins to reduce
temperature gradients and axial mixing of aerosol and carrier gas flows in the inlet section to reduce
turbulence. The performance of the new AFT is significantly better than for previous designs.
© 2006 American Institute of Physics. DOI: 10.1063/1.2175958
I. INTRODUCTION
Aerosols play an extremely important role in the chem-
istry and physics of the atmosphere. From catalysis of ozone
depletion in the stratosphere to reduction of visibility during
smog events in cities, aerosols are ubiquitous and active in
atmospheric processes. Possibly their greatest importance to
current atmospheric science is their role in climate change.1
By influencing solar and terrestrial radiative transfer, they
have a large, but very poorly understood, effect on the tem-
perature of the troposphere. Their physical and chemical
transformations are very important to the formation, growth,
and phase changes of clouds, and as a result, it is very im-
portant to know the conditions under which these transfor-
mations occur.
Laminar aerosol flow tubes AFTs have been used
widely to study the transformations and physical properties
of aerosols under conditions typical of the troposphere and
stratosphere since their introduction for this purpose more
than a decade ago.2 An aerosol, usually generated by atomi-
zation of liquid or by homogeneous or heterogeneous con-
densation of vapor, is introduced to the AFT in a carrier gas
flow. After conditioning at a certain temperature and relative
humidity, the aerosol passes to a region where these condi-
tions are changed to initiate the process of interest, such as
deliquescence, efflorescence, or freezing. The aerosol then
passes to the detection section, where changes in its physical
properties and size distribution are observed using infrared
spectroscopy AFT-IR. Using this approach, a wide range of
chemical and physical processes have been studied, notably
the transformations of aqueous electrolyte solutions and
crystalline particles.3
Benefiting from more than a decade of experience with
AFT-IR in our laboratory,2,4,5 we have constructed a new
vertical flow tube that represents a significantly improved
version of the design that we first built in 1990. The new
apparatus, which has fine temperature and flow control, in
combination with a recently developed aerosol measurement
procedure based on IR extinction measurements,6 provides
accurate, direct information about the size, physical state,
and composition of aerosol particles.
During experiments on the ice nucleation rate in pure
water aerosol using the first version of the new AFT appara-
tus, the measurements suggested that there were transient
disturbances or turbulence in the flow, even though the Rey-
nolds numbers were well within the laminar regime. Ther-
mocouples placed at fixed locations in the gas flow showed
unexpected temperature oscillations. Also, while observing
water and/or ice aerosols at a variety of temperatures, both
the amplitude of the IR signal real time, single channel and
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the derived size distributions of the aerosols varied some-
what, even though the experimental conditions were held
constant.
To reveal the source of this unexpected behavior, we
used computational fluid dynamics CFD simulations to ex-
plore the temperature and flow regimes for different elements
of our flow tube. These provided us with spatial velocity and
temperature distributions in the gas flow that are either dif-
ficult or impossible to measure directly. Using this informa-
tion, we modified our flow tube design in a way that signifi-
cantly improved its performance. In addition, these CFD
results assisted with the interpretation of our experimental
measurements by providing information about particle resi-
dence times and temperature histories.
II. AFT DESIGN AND EXPERIMENTAL SETUP
The new AFT design is similar to previous versions4,5 in
the flow control system, means of aerosol generation, and
optical configuration. The cooling system and temperature
control, however, have been improved dramatically and the
internal volume of the flow tube has been divided into four
separate flow sections by inserting two flat copper strips
fins at 90° along the tube axis. Some of these changes have
been described briefly elsewhere.7,8 The following section
provides a comprehensive account of all components of the
new AFT design.
A. Cryogenic aerosol flow tube apparatus
The new cryogenic aerosol flow tube apparatus is
shown in Fig. 1. The flow tube is composed of four sections
of copper pipe 37.5 cm long, 8.9 cm inside diameter i.d.,
and 0.6 cm wall thickness joined by thin-walled stainless
steel bellows 7.0 cm long, 8.9 cm i.d., which ensure the
thermal isolation of each section. In this way, temperature
differences of about 100 K can be achieved between adjacent
sections. Each copper section is connected to a bellows using
stainless steel mating flanges, sealed with spring-loaded
PTFE/Teflon® coated Wills Rings O® American Variseal
Corp.. These seals maintain their integrity under cryogenic
conditions; the elasticity of the metal spring compensates for
thermal variations in the hardware.
The flow tube and bellows comprise the inner assembly,
which is enclosed within a vacuum jacket composed of
21.9 cm diam stainless steel pipe. The jacket is evacuated by
a mechanical pump to approximately 0.1 mbar, preventing
conductive heat transfer between the flow tube and the envi-
ronment. Additionally, the inner assembly is wrapped with a
few layers of aluminized Mylar® film to reduce radiative
heat transfer from the vacuum jacket to the flow tube.
The vacuum jacket is divided into four 45.7 cm sections,
each enclosing one copper flow section and bellows. Adja-
cent jacket sections are joined by stainless steel mating
flanges and sealed with Buna O rings. Annular nylon sup-
ports located at the bottom of each section hold the inner
assembly in the jacket center.
Each jacket section is equipped with two 15.2 cm diam
stainless steel access ports front and side offset by 90°. The
ports are capped with stainless steel end plates and sealed
with Buna O rings. Each end plate is fitted with an eight-pin
feedthrough for four thermocouples and two feedthroughs
for cooling lines to enter and exit the inner assembly. Each
cooling line feedthrough is composed of concentric 0.6 and
1.3 cm diam stainless steel tubes, which are fillet-welded to
minimize thermal contact. The weld was placed 6.4 cm from
the base of the flange to the flow tube exterior to ensure that
heat transferred to the outer pipe will dissipate before reach-
ing the flange edge. This design prevents the flange and the
corresponding O ring from freezing and compromising the
vacuum integrity when cooling gas flows through the inner
pipe.
The side access port on the top jacket section is equipped
with a 1.9 cm i.d. Ultra-Torr adaptor Swagelok Co. through
which a tube is passed to the top section of the flow tube
interior. This tube can be employed as a side inlet. The end
FIG. 1. Flow tube apparatus. An inner assembly comprised of four copper
sections separated by stainless steel bellows is enclosed within an evacuated
stainless steel jacket. Each section is equipped with copper cooling coils.
The gas and aerosol enter the inner assembly at the top and exit at the
bottom. The IR probe beam passes across the aerosol flow through optical
ports in the bottom section.
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plate on the second topmost jacket section connects the
jacket interior to a vacuum line through a flexible metal hose.
B. Cooling system and temperature control
A schematic drawing of the flow tube temperature con-
trol system is shown in Fig. 2. The cooling system comprises
an external network of Styrofoam-insulated 1.3 cm o.d. cop-
per lines coupled to 0.6 cm o.d. copper cooling coils, which
are secured to the outer wall of each section of the flow tube
with thermally conductive epoxy T7109, Epoxy Technol-
ogy, Inc.. A mixture of liquid and gaseous nitrogen is sup-
plied from a tank at 7 bar through an insulated line to a 30 L
stainless steel Dewar. A cryogenic solenoid valve
8222G2LT/AC, Asco Valve Inc. controls the flow of nitro-
gen coolant into the Dewar. The relative proportion of liquid
to gaseous nitrogen varies with the consumption rate; the
greater the refrigerant flow, the more liquid nitrogen passes
into the Dewar. When the liquid nitrogen reaches the level of
the delivery tube in the Dewar, spray consisting of small
droplets of liquid nitrogen is generated, significantly increas-
ing the cooling efficiency. At typical flow rates employed to
maintain flow tube temperatures in the vicinity of 235 K, the
nitrogen flow is primarily gaseous.
Immediately following the Dewar reservoir, the coolant
flow is split into four separate lines—one for each section of
the flow tube. These flows are controlled manually using four
Swagelok bellows valves SS-BNS4 and four floating-ball
flow meters model 5671003-01-001, Controls Corporation
of America located after the flow tube. The 1.3 cm diam
lines carrying the coolant to the apparatus are then connected
to the feedthroughs described above. Inside the vacuum
jacket, the coolant is delivered to the cooling coils via a
30.5 cm length of thin-walled, convoluted stainless steel tub-
ing Swagelok Co..
Each copper section is wrapped with two concentric
cooling coils of 0.6 cm diam copper tubing. The coolant is
introduced at the top of the outer coil, flows downward, and
from the bottom it is transferred to the top of the inner coil,
through which it flows downward again. Tests of different
flow configurations indicate that this parallel flow provides
the most efficient and uniform cooling relative to alternative
pathways. After circulating through both coils, the nitrogen
coolant exits at the bottom of the inner coil and leaves the
apparatus via a second 30.5 cm length of convoluted stain-
less steel tubing connected to the second feedthrough. At the
exit, it passes through the flow control valves described
previously.
This cryogenic AFT system has the ability to maintain
temperatures ranging from 100 to 300 K. The independent
cooling of individual sections allows a wide variety of axial
temperature profiles to be employed. Fine temperature con-
trol is achieved through the use of 400 W in-line electrical
heaters AHP-5051, Omegalux Co. located along the inlet
cooling line of each section. These heaters have been modi-
fied for operation under cryogenic conditions by replacing
the epoxy seal through which the electrical leads exit the
heater with a two-conductor feedthrough CeramTec North
America, Corp. in a 1.3 cm Swagelok fitting. Voltage ap-
plied to the heaters by an electrical controller warms the inlet
nitrogen gas. To prevent overheating, thermocouples at-
tached to the body of each heater are monitored by a con-
troller, and should the temperature exceeds the set threshold
typically 323 K, the heater voltage is removed.
The temperatures of the AFT sections are monitored us-
ing 16 type T copper/constantan thermocouples Special
Limits of Error Wire, Omega Engineering, Inc.—four per
section—attached to the outer wall of the copper flow tube.
For each section, the first thermocouple is 5.1 cm from the
top and the remaining three are located at 8.9 cm intervals
below it. Each is secured to the wall with aluminum adhesive
tape.
The thermocouples and heaters are integrated via a
FieldPoint modular distributed input/output I/O interface
National Instruments FP-1601, FB-TC-120, and FP-TB-10
and operated by LABVIEW code. This code allows the tem-
perature of each section to be independently monitored, set,
and controlled. Following initial equilibration, the average
temperature of a section wall typically remains within
±0.1 K of the set point. Direct measurements show that axial
temperature deviations along a section are within ±0.5 K.
A set of cross-shaped copper fins Fig. 3 is placed in
each section of the flow tube to augment radial heat transfer
see Sec. IV B. The fin mounts provide firm and secure
contact with the flow tube wall. The fins in the two middle
sections extend 5.1 cm into the bellows above—without
touching the bellows wall—to provide smoother temperature
transitions between the sections.
C. Aerosol generation and flow control
The total nitrogen flow through the AFT is controlled by
a mass flow controller 810 C Mass-Trak, Sierra Instruments,
Inc., which is operated via the FieldPoint modular distrib-
uted I/O interface by LABVIEW code. After passing through
the mass flow meter, the nitrogen flow is split into separate
streams for the bulk carrier gas, humidified carrier gas, aero-
sol source, and window purge flows. These flows are con-
trolled independently using a series of floating-ball flow
FIG. 2. Temperature control system. Pressurized liquid nitrogen is passed to
a stainless steel Dewar where it partially evaporates or is converted into
spray. The liquid and/or gaseous nitrogen then flows to the cooling coils.
Individual section temperatures are monitored using thermocouples and ad-
justed using in-line heaters, all through a computer interface and LABVIEW
code.
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meters Advanced Specialty Gas Equipment FM4333 and
FM4334. The aerosol or aerosol precursor vapor or vapor
with condensation nuclei is introduced to the apparatus in a
nitrogen flow 0.5–3.0 SLPM standard liters per minute
and then mixed with additional nitrogen carrier gas
3–15 SLPM in the top section of the flow tube to adjust
aerosol size and number density, as well as the relative
humidity.
The liquid aerosols to be studied can be generated inside
the flow tube, through homogeneous or heterogeneous con-
densation of supersaturated vapor, or can be generated exter-
nally. An ultrasonic nebulizer Ultra-Neb 99, DeVilbiss Co.
is used to produce particles in the 1–6 m diameter range.
Smaller particles 0.3–3 m diameter are generated using a
constant output atomizer TSI 3076, TSI Inc.. In both cases,
the aerosol flow is introduced to the apparatus via a tempera-
ture controlled glass inlet approximately 50.8 cm long. The
inlet comprises two concentric tubes: a 2.5 cm o.d. inner
tube delivers the aerosol flow and a 3.8 cm o.d. outer tube
encloses the inner tube and heating assembly. This assembly
consists of three wire-wound silicon rubber heaters Minco
Products, Inc. affixed to thin copper sheets, wrapped around
the inner tube. Each heater is controlled independently using
one of the three Powerstat® autotransformers. The copper fin
assembly in the top section of the flow tube is modified to
accommodate the glass inlet.
The glass inlet enters the top section of the flow tube
through a 3.8 cm diam Quick Disconnect adaptor MDC
Vacuum located in the center of the flow tube lid, which is a
17.1 cm diameter stainless steel plate sealed to the vacuum
jacket with a spring-energized PTFE/Teflon® coated O ring.
The lid is also equipped with four equally spaced 1.3 cm
inlets, positioned on a 3.8 cm diam circle. These inlets are
connected to the carrier gas manifold.
Below the lid, the carrier gas is precooled by passing
around a 7.6 cm long cylindrical coil of 0.6 cm diam copper
tubing connected to the outlet of the top section cooling line.
In this way, the temperature of the precooling coil is auto-
matically adjusted upon changes in the temperature of the
top section.
D. Optical configuration
The bottom section of the flow tube is equipped with
reentrant optical ports for spectroscopic observation. These
ports are located 25.4 cm below the top of the section on
opposite sides of the flow tube. A shortened set of copper fins
is placed in the upper 22.9 cm of the section to avoid obscur-
ing the optical path. The ports comprise 6.4 cm i.d. stainless
steel bellows, sealed on the outside with KRS-5 windows. A
slow flow of nitrogen 0.05 SLPM is directed towards the
inner surface of each window from four points arranged
around the window perimeter to prevent vapor condensation
and aerosol deposition. A collimated IR beam modulated by
a Michelson interferometer Bruker Tensor 37 intersects a
cylindrical section of the aerosol flow between the observa-
tion windows and is focused by an off-axis parabolic mirror
onto a mercury cadmium telluride MCT detector FTIR-22-
1.0, Infrared Associates, Inc. on the opposite side of the
flow tube.
Spectra are recorded and processed using Bruker OPUS
software. Each spectrum is typically an average of 80 scans
collected in the range from 450–6000 cm−1, at 2 cm−1 reso-
lution and 40 kHz metrology frequency. To obtain pure aero-
sol spectra, water vapor spectra recorded at the same tem-
peratures are routinely subtracted from the measured
extinction spectra.
III. COMPUTATIONAL FLUID DYNAMICS MODEL
To guide the design of the AFT for optimal flow condi-
tions, a CFD model of the important parts of the flow tube
was developed. This model allowed easy examination of ex-
perimental variables tube geometry, flow rate, section tem-
peratures, etc. and analysis of the corresponding flow field
properties, such as velocity, temperature, and the presence of
recirculation zones. The CFD model was created using
ANSYS WORKBENCH software ANSYS, Inc. for geometry
and mesh generation. The cell-centered control volume
method with face-based assembly was used for matrix con-
struction. The matrix was solved using an iterative method
and multigrid algorithms. CFX software ANSYS, Inc. was
used for setting the boundary conditions and fluid properties
and finding the numerical solutions for the flow fields. A
second order upwind differencing scheme was used with
gradient reconstruction for predicting the flow properties
through the control volume faces.
Two regions of the apparatus constructed in our labora-
tory were modeled using CFD: the straight region of the flow
tube and the inlet region. The geometry of each of the mod-
eled flow tube regions is shown in Figs. 3 and 4, respectively.
Note that in Fig. 3, only one quarter of the tube was modeled
due to the fourfold symmetry of the fin structure. The simu-
lation considered the gas flow in the straight region to be
buoyant, laminar, and incompressible. The Reynolds number
was small—approximately 100 based on the hydraulic
FIG. 3. Top and lateral views of a flow tube section with copper fins in-
serted and part of the model used to simulate the flow.
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diameter—whereas the transition to turbulent flow in round
pipes occurs at a Reynolds number around 2300, making the
occurrence of turbulence highly unlikely. It is still possible,
however, that unsteady, laminar recirculation zones may de-
velop. The velocity condition applied to the model walls was
no slip zero velocity. Wall temperature profiles used in the
CFD model were constructed by interpolation of readouts
from the 16 thermocouples on the flow tube wall see Sec.
II B; additional temperature measurements were made at
several points on the interior of the flow tube wall and on the
bellows. The fins were modeled with a constant temperature
equal to that of the walls; this condition was verified by
direct measurement and analytical calculation. The inlet
boundary condition was of uniform velocity and tempera-
ture, and at the outlet a nominal average static pressure was
set. The inlet was extended in the CFD model to allow for
flow development, so the uniform velocity profile had a neg-
ligible effect on the flow in the AFT interior, despite the
possibility that flow disturbances might result from mixing
gases of different velocities, one of which had passed over
cooling coils. The fluid properties were constant and were for
those of air at a representative flow tube temperature based
on the inlet temperature and boundary condition tempera-
ture. The temperature variations within the flow tube were
small enough that changes in fluid properties throughout the
flow domain were negligible.
The inlet region was modeled using the same approach,
with the exception of turbulence. Due to the higher velocities
in the inlet region, the Reynolds number exceeded 2300, and
therefore a turbulence model was applied. The k− turbu-
lence model was used, with a standard wall function. Wall
functions are commonly used in turbulent simulations to es-
timate the boundary layer physics; otherwise, a very fine
mesh would be required at the wall, because turbulent
boundary layers are very thin wall models are not required
in laminar flow simulations, such as that of the straight sec-
tion of the flow tube. All numerical solutions were obtained
on discrete meshes with tetrahedral and prism elements. For
each flow model a systematic mesh refinement study was
performed; the results presented for each case were obtained
on meshes with mesh discretization errors below 0.1%. The
discrete nonlinear algebraic equation set was iteratively
solved until the maximum normalized residual equation im-
balance was below 110−4. The CFD model results were
compared with experimental data for validation; this ap-
proach has been used previously in similar studies.9
IV. FLOW TUBE PERFORMANCE
A. Inlet design
The aerosols are either created or their sizes are adjusted,
in the inlet region, so it is important to control the conditions
here very carefully. The initial design of the top section used
a straight axial inlet to introduce aerosol and carrier gas
3 SLPM and a side inlet to introduce additional carrier gas
1 SLPM, as shown in Fig. 4a. This configuration caused
recirculation of the gas near the flow tube entrance as shown
in Fig. 5a. Recirculation in the inlet region leads to signifi-
cant particle growth in two ways: first, particles produced by
homogeneous or heterogeneous nucleation of supersaturated
vapor can experience additional growth if they return to the
FIG. 4. The geometry for the model simulating the inlet region for a the
side inlet and b the annular inlet. Both inlet regions interface directly with
the top of the straight section of the flow tube shown in Fig. 1.
FIG. 5. Streamlines showing the flow pattern near the inlet and expansion
areas for a the side inlet design and b the improved annular inlet design.
In each case, the aerosol flow was 3 SLPM and the carrier flow was
1 SLPM.
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region of the tube in which they were formed and second,
recirculation leads to collisions between aerosol particles,
causing agglomeration. The net result is that the particles
become bigger, and their number density decreases in an
uncontrollable manner. To address this problem, we designed
a coaxial inlet in which the aerosol and carrier gas are both
introduced along the axis of the flow tube Fig. 4b. The
result can be seen in Fig. 5b, which shows that for the same
experimental conditions 3 SLPM aerosol flow, 1 SLPM car-
rier flow, recirculation can be eliminated, while mixing is
still efficient. Mixing is enhanced when the velocity through
the central tube is higher than that through the external tube.
This causes an entrainment effect, which draws the external
flow inward, thereby reducing the mixing length. If the ve-
locity mismatch is too large, however, the increased entrain-
ment rate can lead to recirculation within the flow tube. The
improvements evident from the flow streamlines in Fig. 5b
relative to those in Fig. 5a are due solely to changes in the
inlet geometry; in both cases, the same flow rates and inlet
conditions uniform velocities with a turbulent intensity of
5% and a turbulent viscosity of ten times the molecular vis-
cosity were used.
It is imperative that recirculation in the inlet region be
minimal, as this region interfaces directly with the top of the
straight section of the flow tube Fig. 1. The configuration
that was ultimately implemented is described in Sec. II C.
This design allows the aerosol or humidified nitrogen flow to
be delivered directly into a stream of prechilled carrier gas.
The humid central inlet flow is kept at a temperature above
273 K to avoid blocking the exit orifice with ice.
B. Wall-to-gas heat transfer
We modeled a typical experiment in which gas travels
with a velocity of 3 cm s−1 down a straight, vertical tube
with an inner diameter of 9.0 cm, passing from a warm sec-
tion to a cold section. For the range of temperature differ-
ences over which inertial and buoyancy forces are compa-
rable mixed convection, the effects of buoyancy can be
significant. In this particular case, the top section of the flow
tube was held at 280 K while the lower three sections were
held at 270 K. As shown in Fig. 6, the gas near the wall
cools faster than that in the center of the tube, because in a
laminar flow Reynolds numbers in the range from about 50
to 500, molecular mixing is slow and the rate of heat con-
duction by the gas is limited. Since the colder gas near the
wall is more dense, it travels downward more quickly rela-
tive to the gas in the center. If the downward mass flow rate
near the wall becomes high enough, mass conservation re-
quires that the flow in the center of the tube moves upward
creating a recirculation zone. This recirculation facilitates
heat transfer between the gas and tube wall but causes the
residence time for the aerosol particles to be undetermined,
as they can cross the boundary between the warm and cold
zones many times. This may lead to complex aerosol trans-
formations, such as the freezing of a few droplets at lower
temperature, followed by their growth at the expense of the
remaining liquid droplets.10 when these nascent ice particles
are transported to the warmer zone. Liquid particles may also
grow due to collision-induced coagulation, which is greatly
promoted by this recirculation.
As will be further discussed in the following section,
convection-driven recirculation can be suppressed by using
faster flow velocities and smaller tube diameters. Implemen-
tation of the former requires a proportional increase in flow
tube length to maintain particle residence times, while the
latter reduces the observation path length, lowering the de-
tection sensitivity. To overcome these disadvantages, we in-
serted copper fins into the flow tube, as shown in Fig. 3.
These reduce the effective diameter of the flow channels,
permitting a reasonably short apparatus length without re-
ducing the observation path length. The fins also help to
straighten the flow, and they propagate the wall temperature
radially in approximately 40% of the time required in their
absence.
In the middle two sections of the flow tube, the fins
extend upward into the bellows above without touching the
bellows walls. These extensions begin to change the tem-
perature of the gas while it is still in the bellows. For the case
discussed in the previous section, these extensions cool the
flow close to the central axis, thereby accelerating the core,
which balances the effect of the cold walls and prevents the
formation of the recirculation zones shown in Fig. 6.
The CFD analysis of the improved heat transfer that re-
sults from this configuration is shown in Fig. 7. While a very
small residual velocity change remains near the wall, this is
not significant by comparison with the total flow. The wall
temperature boundary conditions in this case were based on
FIG. 6. Color Temperature and velocity contours within the flow tube
without fins for a typical cooling scenario flow velocity of 3 cm s−1, inlet
temperature of 280 K, wall temperature of 270 K, and flow tube diameter of
9.0 cm. The inset shows the recirculation present under these conditions.
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experimental measurements of the actual wall temperature.
The wall temperature is not axially uniform in each section
because of the heat transfer from the coolant flow to the
cooling coils. This warms the coolant as it passes through the
coils, and as a result, the wall temperature rises slightly near
the end of the section. This slight temperature increase ac-
counts for the warming of the flow observed in Fig. 7.
It is evident from Fig. 7 that the coldest temperatures in
the flow tube interior are found at the tube wall and fins.
These cold surfaces can thus serve as sinks where vapor can
condense and/or freeze, depending on the aerosol properties
and experimental conditions. The inclusion of fins signifi-
cantly increases the available surface area for this condensa-
tion and/or freezing to occur. The diffusive loss to the fins,
however, can be accounted for quite easily, and the effects of
vapor loss are thus a small price to pay for the benefits of
minimizing convection cells.
C. Effect of convection on aerosol size distributions
Even when all flow tube sections have nearly the same
temperature, convection currents arising from small residual
temperature gradients may interfere with laminar flow at the
low bulk flow velocities typically used in AFTs. The state of
such mixed convective flow, which was introduced in the








where Gr is the Grashof number, Re is the Reynolds number,
g is gravity,  is the volumetric thermal expansion coeffi-
cient, L is the characteristic length of the geometry in this
case, the hydraulic diameter of the flow tube, T is the
temperature difference between the tube wall and flow,  is
kinematic viscosity,  is density, ū is average velocity, and 
is molecular viscosity. The buoyancy parameter Gr/Re2, is a
dimensionless value that compares the strength of buoyancy
forces with that of inertial forces. When Gr/Re2 is greater
than unity, the flow is dominated by buoyant forces. For
instance, in the absence of the fins in our flow tube, a tem-
perature difference of 1 K yields Gr/Re23.8 for a flow
velocity of 3 cm s−1. The buoyancy parameter is proportional
to the tube diameter and the temperature difference and in-
versely proportional to the square of the average velocity, so
buoyant recirculation in the flow can be controlled by adjust-
ing these three variables. In the case of our apparatus, the
addition of the fins reduced the hydraulic diameter of the
tube by more than a factor of 2, and this, combined with an
increase in the flow speed, suppressed the formation of buoy-
ant recirculation cells. Although the most effective way to
reduce the buoyancy parameter is to increase the average
flow velocity, one must ensure that the Reynolds number
remains below the critical value for laminar flow.
We confirmed the simple estimations presented above in
a series of experiments on pure water aerosol in flow tubes
having different diameters and different flow velocities. Dur-
ing these measurements, the flow tubes were held at room
temperature but were not thermally insulated, so maximum
temperature variations of about ±1 K occurred. Water aero-
sol was produced using a constant output atomizer; humidi-
fied nitrogen was mixed coaxially with the aerosol flow to
increase the flow velocity. Figure 8 illustrates the effect of
tube diameter and flow velocity on the aerosol size distribu-
tions, which were obtained from infrared extinction spectra
using the characterization procedure described previously.6
The distributions were obtained from single experimental
runs obtained when the flow tubes were operated in a steady
state regime; the distributions are highly reproducible. The
largest particles Fig. 8d were observed in a flow tube of
large diameter 8.9 cm at low velocity 0.8 cm s−1. When
FIG. 7. Color Temperature and velocity contours within the flow tube after
the addition of copper fins flow velocity of 3 cm s−1, inlet temperature of
246 K, wall temperature of 236 K, and flow tube diameter of 9.0 cm.
A—bellows region, separates sections of the flow tube; B—end of the sec-
ond section; C—fins begin; D—third section begins; E—third section and
fins end.
FIG. 8. Effect of flow tube diameter and flow velocity on the evolution
of water aerosol produced by TSI 3076 atomizer. Particle number size
distributions are shown for different tube diameter cm/velocity
cm s−1/residence time s/buoyancy parameter: a 1.3/40/0.1/0.003, b
3.8/4.4/110/0.79, c 4.5/2.7/70/2.47, and d 8.9/0.8/220/56. The size distri-
butions have been scaled for display purposes.
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the cross-shaped fins described earlier see Fig. 3 were in-
stalled to decrease the effective diameter to 3.9 cm and the
flow velocity was increased to 2.7 cm s−1, smaller particles
were observed Fig. 8c. The substantially smaller size dis-
tribution shown in Fig. 8b was achieved by increasing the
flow velocity to 4.4 cm s−1, and performing the experiment
in a 3.8 cm diam tube.
For comparison, Fig. 8a also shows the size distribu-
tion for a water aerosol recorded in a small cell connected
directly to the atomizer exit. These particles are significantly
smaller than those observed in 8b–8d, where the aerosol
had been transported a distance of 1–5 m in the flow tube
before detection. Aerosol produced by the atomizer is usually
cooler than the ambient environment, as a substantial amount
of water evaporates in the atomizer to saturate the initially
dry carrier gas. After exiting the atomizer, the aerosol warms
up and partially evaporates. In addition, submicron particles
produced by the atomizer can grow due to recondensation
caused by the Kelvin effect, as well as collision-induced co-
agulation. At this point, the particle distribution quickly sta-
bilizes and any further condensation is minimal. Thus, we
attribute the increase in particle size observed when the aero-
sol had been transported further from the atomizer increased
residence time to be due primarily to collision-induced co-
agulation of droplets. This coagulation is greatly exacerbated
by the existence of convection-driven recirculation cells. The
trends in the size distributions presented in Fig. 8 are consis-
tent with Eq. 1, which shows that decreasing the tube ra-
dius and increasing the flow velocity lowers the Gr/Re2 ra-
tio, thereby lowering the contribution of buoyancy forces.
Assuming that the maximum temperature difference between
the tube wall and flow is 1 K due to the natural temperature
variations noted above, the buoyancy parameter values cor-
responding to the scenarios for Figs. 8a–8d are 0.003,
0.79, 2.47, and 56, respectively.
D. Axial and radial temperature profiles
It is widely assumed that the axial flow temperature
changes sharply when the flow passes from “warm” to
“cold” regions of an AFT. This is not correct. Figure 9 shows
temperature profiles in our AFT with fins inserted for a
temperature drop of 4.55 K between the second and third
sections sections B and C. It is apparent that, even for this
relatively small temperature gradient, cooling is not instan-
taneous in a laminar flow. Instead, the measured flow tem-
perature in the geometric center of the quarter tube cross
section black triangles lags behind the wall temperature
gray circles by up to 3 K for approximately the first 25% of
the distance into the cooled section. Prior to the inclusion of
fins, the centerline temperature had lagged behind the wall
temperature for longer distances and, in some cases, for the
length of the entire sections. Since aerosol transformations
e.g., ice nucleation12 are highly temperature dependent, de-
tailed knowledge of the axial temperature evolution is crucial
when measuring or modeling the kinetics of these processes.
The axial temperature profile is readily measured in the cen-
ter of the flow, but this is not adequate for modeling aerosol
transformations, because the particles are spread out over the
entire cross section and the radial temperature distribution is
generally not constant with axial distance see Fig. 7. In
practice, it is difficult to measure the cross-sectional tem-
perature distribution in the gas, but using CFD, it can be
modeled very accurately if the tube geometry and wall tem-
peratures are known. This is illustrated by the dashed and
dotted curves in Fig. 9. The dashed curve shows the CFD
calculation of the centerline temperature profile, which dif-
fers from the measurement by less than 0.5 K, illustrating the
accuracy of the CFD calculation. The dotted curve shows the
mass-weighted average temperature, which differs from the
centerline and wall temperatures by up to 2 K at points
where the temperature is changing rapidly. Thus, it is impor-
tant to have a cross-sectional temperature distribution, or at
least a cross-sectional average temperature, that is more rep-
resentative than the centerline temperature of the conditions
to which aerosol is subjected as it travels along the flow tube.
The excellent agreement between measured and calculated
centerline gas temperatures shown in Fig. 9 is an example of
the capability of CFD to represent thermal transfer accu-
rately. Similar results were obtained from runs in which the
top section was held at 240 K, and the lower three sections
were maintained at constant temperature between 238.6 and
234 K. We therefore believe that CFD can provide accurate
mass-averaged temperature values for use in the modeling of
aerosol transformations in AFTs.
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